[The safety of robotics for restorative medicine].
The present article is devoted to the peculiarities of the safety measures that need to be taken during the operation of the automated robots intended to perform noninvasive controlled deformations of the patient's soft tissues. The authors propose the use of the commercially available devices for nonmedical applications operated without enclosure for staff as basic robots.